Background-Ear thermometers are becoming popular as a method for measuring deep body (core) temperature. Aim-To determine the variability of a single user's tympanic membrane (ear) temperature measurements. Subjects-Forty two, afebrile, healthy children, and 20 febrile children with acute burns. Results-In afebrile children measurements made in both ears (and within just a few minutes of each other) diVered by as much as 0.6°C. Operator measurement error, s w of three consecutive measurements, in the same ear, was 0.13°C. In the group of febrile, burned children, core temperature was measured hourly at a number of sites (ear, rectum, axilla, bladder). A peak in core temperature occurred approximately 10-12 hours after the burn. Measurement error was calculated in 14 febrile, burned children with a peak temperature in excess of 38°C. For the left ear, measurement error was 0.19°C and for the right ear, 0.11°C. In the febrile children agreement between the ears was poor. The limits of agreement were 0.4°C to −0.8°C. It was not possible to predict the occasions when the temperature diVerences between the ears would be large or small. Conclusions-The measurement error of one recording from the next is probably acceptable at about 0.1 to 0.2°C. To limit the variations in temperature of one ear to the other, measurements should be restricted to one of the ears whenever possible and the same ear used throughout the temperature monitoring period. Nurses and parents should take more than one temperature reading from the same ear whenever possible. (Arch Dis Child 1999;80:262-266) 
The measurement of a patient's temperature is probably the most common of all clinical investigations. The aim when taking a measurement is to determine the deep body "core" temperature. Core temperature, described more fully as deep body temperature, is relatively constant despite wide fluctuations in environmental conditions; in man this is close to 37°C. 1 In contrast the "shell" 2 (of skin and superficial tissues) is influenced by environmental temperatures and is seldom constant. When taking a person's temperature it is the temperature of core tissues that one aims to measure, and it can be assessed in a number of ways.
In young children the axilla is a site that is both accessible and safe, but there has been doubt about the accuracy of axilla temperature as a measure of core temperature. 3 The ear is another site that is becoming popular, and the technique for measurement has improved recently. The first ear thermometers to be developed involved considerable risk to the patient as a thermocouple was inserted and held under slight pressure against the ear drum. 4 This was a potentially painful procedure and unsuitable for most patients. Insulating the pinna was a further, but necessary, inconvenience but this was later overcome by zero gradient thermometry. 5 Siting the thermistor in the insulated external auditory canal ensured that the core temperature measurement was unaVected by environmental temperature. The newer ear thermometers use infrared thermometry 6 7 to measure the radiant heat emitted from the tympanic membrane 8 and so dispense with the need to insert thermocouples and thermistors into the ear. This method is attractive as there is no risk of perforation of the ear drum when the probe is introduced. However, doubts have also been expressed about the accuracy of this method. 9 10 When measurements are made in both ears diVerences are often found. The true temperature of the tympanum can be in doubt 11 especially in patients with ear infections such as otitis media. 12 This study aimed to determine the measurement error (within observer variability) for repeated measurements of tympanic membrane (ear) temperature and to compare the tympanic temperature measurement with that at other "core" temperature sites. (In healthy children the axilla was the other site.) It is not suYcient to validate the method in healthy children only, therefore febrile children were also studied. Burned children were examined as they usually become febrile during the first 24-36 hours after the burn injury and this fever has been well characterised. 13 14 In burnt patients, the tympanic membrane could be compared with that in the axilla, rectum, and bladder, the last being a particularly good measure of deep body temperature.
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Methods
HEALTHY, AFEBRILE SUBJECTS
Tympanic membrane and axilla temperatures were measured in children with minor skin lesions or healed minor burns attending the plastic surgery and burns aftercare clinic.
Tympanic temperature measurements were made using the Core Check tympanic thermometer (model 2090; Ivac, Basingstoke, UK) inserted into the auditory canal. Axilla temperature was measured using the Ivac Temp Plus II electronic thermometer (San Diego, California, USA).
After the purpose of the temperature measurement had been explained to the parent and child, outdoor clothing was removed and children were exposed to a constant environmental temperature for between 10 and 20 minutes before the measurements were taken. This should be suYcient to accustom them to their surroundings and eliminate the short lived eVects of minor temperature disturbances, although, as discussed by Stoner et al, 16 it is doubtful if temperature stability can ever be achieved as it is always changing in response to environmental and physiological factors. Ambient temperature (dry bulb) was measured with an electronic weather station (Edale Instruments; Cambridge, UK).
For measurement of tympanic membrane temperature, the pinna was gently pulled backwards and the ear thermometer inserted into the external auditory meatus, turned and directed towards the eye. The probe remained briefly (1-2 seconds) in this position until the machine bleeped to signal a recording. A second measurement was made in the other ear and the routine repeated (that is, first left, first right ear, second left, second right ear) and this protocol was followed strictly. The mean temperatures of the right and left ears were calculated from these measurements. As a comparison between core temperature sites, a single measurement of axilla temperature was made in each child.
We also needed information about measurement error (within observer variability) for axilla temperature measurements. A second group of healthy, afebrile subjects was studied. In this group three consecutive measurements of axilla temperature were made and averaged.
For comparison a single measurement of tympanic membrane temperature was made in each child.
FEBRILE, BURN PATIENTS
Monitoring rectal temperature forms a part of the clinical protocol for management of children with burns to 10% or more of the total body surface area. A thermistor (Component Monitoring System, Model 66S; Hewlett Packard, Berkshire, UK) was placed in the rectum 4-6 cm from the anus where it remained throughout the early postburn period. Every hour rectal temperature was recorded and compared with a single measurement of axilla temperature and the mean of four to six tympanic membrane measurements (two to three measurements per ear depending on the condition of the patient).
In two children, core temperature was also obtained from a thermistor incorporated into a urinary catheter (The Kendall Co, UK Ltd, Basingstoke, UK) placed within the bladder. Comparisons between the temperatures at different sites were made every hour for 12 hours from the time of admission to the burns unit. Ambient conditions were also measured.
ANALYSIS OF DATA
Before measurement error (within observer variability) of repeated ear or axilla temperature measurements can be established, a check must be made to ensure that the individual's standard deviation is unrelated to the mean value (Kendall's rank correlation coeYcient)-that is, that the variability of the operator's measurements does not increase as the temperature rises (or falls). If the variability of the measurements is independent of the temperature value, measurement error can be calculated for that operator from the within-subject standard deviation of repeated measurements (denoted as s w ) as described by Bland and Altman. 17 For the group of subjects in whom repeated measurements were made the diVerence between two single measurements in the same ear is expected to be within a range of +2 √ 2 × s w to −2 √ 2 × s w . To show the scatter of diVerences between right and left tympanic membrane measurements and to establish the upper and lower limits of agreement between the ears (mean +2SD, mean −2SD) the method of Bland and Altman was used. 18 Statistical analyses were made using SPSS (Chicago, Illinois, USA). Where necessary the statistical test used is given in the text.
Results
HEALTHY, AFEBRILE CHILDREN
Forty two children were studied at a mean (SD) ambient dry bulb temperature of 23 (1)°C. In the first group, 23 children aged 3-15 years (median 11 years) were studied. Four consecutive measurements of tympanic membrane temperature (two in each ear) were made over about three minutes followed by a single measurement of axilla temperature. Each set of ear temperature measurements were normally distributed. The ear temperatures of the children were measured by the same operator. The SD of each child's mean right and left tympanic membrane temperature was unrelated to the mean value. The variability of the temperature measurements was shown to be independent of the magnitude of the measurement (Kendall's rank correlation coeYcient); therefore, the technique of Bland and Altman 17 was used to calculate measurement error (s w ).
There was no significant diVerence between mean right and left ear measurements (paired t test) with a mean diVerence of 0 (fig 1) . However, the scatter of diVerences between mean right and left measurements was variable (fig 1) with perfect agreement between mean right and left measurements in three cases only ( fig  1) . All but one measurement was within two standard deviations (2SD) of the mean. The upper and lower limits of agreement between mean right and mean left tympanic temperatures can be given as: mean diVerence + 2SD (+0.58) to mean diVerence − 2SD (−0.58). Thus, for the subjects in this study the mean temperature of the left ear could be as much as 0.6°C higher to 0.6°C lower than the right ear, giving a range of diVerences of 1.2°C (fig 1) .
The common within-subject SD of the repeated temperature measurements (s w ) allows estimation of measurement error and is an average of the variances (the squares of the SD) for each child's measurements. For right and left ear temperatures, s w was 0.13°C. Although the temperatures of the ears diVer and the limits of agreement are wide (fig 1) , the measurement error of repeated measurements for each ear is acceptable.
For the group of 23 subjects, mean tympanic membrane temperature was compared with a single axilla measurement. There was no significant diVerence between the two sites: mean tympanic membrane v axilla temperature was 36.6 (0.69)°C v 36.5 (0.07)°C (mean with (SE); paired t test).
In the second group of 19 healthy, afebrile children (aged 8 months to 15 years, median 3 years) three consecutive measurements of axilla temperature were made, the thermometer being withdrawn between each measurement. All first, all second, and all third axilla measurements were normally distributed. The SD of each child's mean axilla measurements was unrelated to the mean (Kendall's rank correlation coeYcient). Measurement error s w was 0.35°C.
For comparison, a single ear measurement was made in this same group of children but there were no significant diVerences in temperature at the two sites: mean axilla v tympanic temperature was 36.2 (0.12)°C v 36.3 (0.14)°C (mean with (SE)).
FEBRILE PATIENTS
Twenty patients aged 0.92 to 13.0 years (median 2.21 years) with total body surface burns of 3-19% (median 7%) nursed at a dry bulb ambient temperature of approximately 30°C, showed the same characteristic pattern of core temperature as described in previous studies of acutely burned children (fig 2) . 13 14 Mean tympanic membrance and axilla temperatures for the patients at the time of admission were within the expected range (mean axilla temperature 36.5°C; mean tympanic membrane temperature 36.7°C, p = 0.046, paired t test).
Within a short time (approximately 10-12 hours after the burn) temperature at all core sites rose significantly (p < 0.0001, paired t test) from the temperature measured on admission (table 1) . For the group of 20 patients, the changes in core temperature were not related to burn size (% of total body surface area).
The SD of each patient's mean right and left ear temperatures were unrelated to the mean value (Kendall's rank correlation coeYcient). Agreement between the temperature of the two ears was poor. The average temperature diVerence between mean right and left ear temperatures for the 14 febrile patients was −0.17°C with limits of agreement of 0.4°C to −0.8°C. In this group of febrile children the temperature diVerences between right and left ears were of a similar range as in the afebrile children, the range covering 1.2°C.
Discussion
It is not diYcult to imagine why the tympanic thermometer has such appeal. Looking through the manufacturer's literature many advantages are listed, not least the safety and speed with which a measurement can be made, a great bonus for those who work with children. 19 Compared with the mercury in glass thermometer (which can take as long as eight minutes for an accurate oral measurement 20 ), electronic ear thermometers have been welcomed because measurement can be taken in 1-2 seconds. 6 Over the past few years, infrared ear thermometers have become very popular and some hospital trusts have recommended that ear thermometers replace all previously used electronic thermometers.
Why use the ear to measure core temperature? The answer can be traced to early experimental studies attempting to measure brain temperature at a site close to the temperature regulating centre, the hypothalamus. 21 The closest one can get, anatomically, to the hypothalamus without surgery is the tympanic membrane, and access to this is via the external auditory canal. We know now that other areas of the brain are involved in thermoregulation 22 so estimation of the hypothalamus may not be as significant as once thought. Nevertheless, the tympanic membrane has a good blood supply (from the deep auricular branch of the internal maxillary artery, the stylomastoid branch of the posterior auricular artery, and the tympanic branch of the maxillary artery 23 ) so the temperature at the tympanum is probably about the best one can get as an indirect measure of brain temperature.
Modern ear thermometers are easy to use and are popular, but not all nurses and clinicians are happy using them because the measurements are often unbelievable. Our initial observations of unusually low ear temperatures (about 34°C) in children coming in from the cold bears this out. Using ear thermometers when the ears are cold may therefore give unreliable results, which could have disastrous clinical consequences.
What is the explanation for these erroneous measurements? First, the probe, once inserted into the ear must "see" the tympanic membrane. 24 If it does not, the infrared radiation emitted from it will not be picked up so the final measurement is likely to be diVerent from the true tympanic membrane temperature. As the ear thermometers in use today do not insulate the ear, it is unlikely that the temperature of the external ear canal will be in equilibrium with the tympanic membrane. 6 The ear canal is shorter in children than in adults, hence it is prone to cooling (or heating) from the environment, and this will ultimately aVect the temperature lower down the ear canal. To help position the probe so that it focuses on to the membrane, the normally tortuous ear canal (of older children and adults) can be straightened by pulling or tugging the pinna, and directing the probe into the ear and rotating it towards the eye. 24 If one cannot be certain of the position of the probe once it is in the ear, one cannot exclude the possibility that the probe is focused on an unidentified area of skin of the external auditory canal wall.
Some authors 25 appear to be confident of the accuracy of ear thermometers, reporting good agreement between the temperatures of the ears. We have shown that, in a constant and comfortable environment (dry bulb ambient temperature 23°C for partially clothed control subjects and 30°C for febrile, acutely burned children), there are notable diVerences between the temperatures of the ears in the children. We found that in healthy, afebrile children the temperature of one ear can, in the worst case, diVer from the other ear by more than half a degree (0.6°C) when measured over a period of a minute or so. In the febrile child, there are times when the diVerence between the ears is minimal, but equally there are times when the temperature of one ear can diVer from the other. The range of diVerences are the same in the febrile patients as they are in the afebrile children (1.2°C). We are not clear whether the diVerence in one ear compared to the other is a true diVerence or an artefact of the operator's technique. We have been unable to find any evidence to support the notion that there is a physiological diVerence in temperature between the ears, but as the diVerences are unpredictable, one rather feels that it is the measurement technique that is responsible for the variations in measurement that we have seen. What about the measurement error for repeated readings in the same ear? In the afebrile children, axilla and ear temperatures are not significantly diVerent, but there is a tendency for a bigger measurement error when temperatures are taken in the axilla (s w for the axilla, 0.35°C; for the ear 0.13°C). Failure to reposition the thermometer onto the same site in the ear is most likely to be the cause of operator measurement error.
Some concern has been raised about the inability of ear thermometers to detect a rise in core temperature caused by fever 26 or exercise, 27 but we have not found this to be a problem. The characteristic biphasic fever pattern 13 14 was apparent using all core sites, and the changes in the febrile patients occurred at more or less the same time (fig 2) . Despite the claims that ear temperature represents hypothalamic temperature and therefore the true core temperature, we are not convinced that ear temperature is any more of a gold standard for core temperature measurements than-for example, rectal temperature. One of the diYculties in attempting to measure core temperature is that the temperature of different organs vary, albeit in a small way. 28 29 
CONCLUSIONS
In children, the potential benefits of being able to measure deep body temperature quickly and easily without causing distress are obvious. The ear thermometer appears to be the ideal instrument to do this and is suitable for use in hospital as well as in the home. Ear thermometers can now be bought by the public so one can expect that they will become widely used by parents of young children. We have shown that the ears are not always at the same temperature. At least two measurements should be made in the same ear. Repeating the measurement does not always guarantee that the value will be the same and one can be forgiven for wondering which, if any, of the measurements is the true measure of tympanic membrane temperature.
To limit the variations in temperature of one ear to the other, measurements should be restricted to one of the ears whenever possible and this ear used throughout the monitoring period. Two measurements from the same ear is probably a realistic recommendation for nurses to incorporate into clinical practice. It seems that the measurement error of one recording from the next is probably acceptable at about 0.1 to 0.2°C. It is the diVerence in the temperatures between the ears that should be borne in mind when using ear thermometers.
One recommendation to improve the technique of ear temperature measurement would be to design an instrument that allows the operator to visualise the tympanic membrane while detecting the infrared radiation emitted from it. 
